The recent FDA approval of shaped, form-stable breast implants adds an important alternative to round gel implants for patients undergoing aesthetic breast surgery. The purpose of this analysis was to report key safety and efficacy outcomes associated with the Mentor MemoryShape™ (formerly Contour Profile Gel™, CPG™) through 9 years of use in women undergoing breast augmentation and revision surgery.
. Kaplan-Meier estimated cumulative incidence rates of capsular contracture Baker Grade III/IV in primary and revision augmentation.
Conclusion:
Prospective data through 9 years affirm excellent long-term clinical performance and high levels of patient satisfaction with shaped implants in women undergoing breast augmentation. In addition to lower rates of capsular contracture and rupture than their round counterparts, shaped gel implants are an important option for breast augmentation, particularly for patients with limited or no ptosis, constricted breasts, and those who prefer a natural slope to the upper pole of the breast.
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